Premiere Publications from The Triological Society

Read all three of our prestigious publications, each offering high-quality content to keep you informed with the latest developments in the field.

**The Laryngoscope**
*FOUNDED IN 1896*

Editor-in-Chief: Michael G. Stewart, MD, MPH
The leading source for information in head and neck disorders.
[Laryngoscope.com](http://Laryngoscope.com)

**Laryngoscope Investigative Otolaryngology**

Editor-in-Chief: D. Bradley Welling, MD, PhD, FACS
Rapid dissemination of the science and practice of otolaryngology-head and neck surgery.
[InvestigativeOto.com](http://InvestigativeOto.com)

**ENTtoday**
*A publication of the Triological Society*

Editor-in-Chief: Alexander Chiu, MD
Must-have timely information that Otolaryngologist-head and neck surgeons can use in daily practice.
[Enttoday.org](http://Enttoday.org)

WILEY
In Vivo Imaging of the Internal Nasal Valve During Different Conditions Using Optical Coherence Tomography

Anna S. Englhard, MD; Maximilian Wiedmann, MS; Georg J. Ledderose, MD; Bryan Lemieux, MD; Alan Badran, BS; Joseph C. Jing, PhD; Zhongping Chen, PhD; Veronika Volgger, MD; Brian J. F. Wong, MD, PhD

Objective: Previously, we proposed long-range optical coherence tomography (LR-OCT) to be an effective method for the quantitative evaluation of the nasal valve geometry. Here, the objective was to quantify the reduction in the internal nasal valve angle and cross-sectional area that results in subjective nasal airway obstruction and to evaluate the dynamic behavior of the valve during respiration using LR-OCT.

Methods: For 16 healthy individuals, LR-OCT was performed in each naris during: 1) normal respiration, 2) peak forced inspiration, 3) lateral nasal wall depression (to the onset of obstructive symptoms), and 4) after application of a topical decongestant. The angle and the cross-sectional area of the valve were measured.

Results: A reduction of the valve angle from 18.3° to 14.1° (11° in Caucasians and 17° in Asians) and a decrease of the cross-sectional area from 0.65 cm² to 0.55 cm² led to subjective nasal obstruction. Forceful breathing did not significantly change the internal nasal valve area in healthy individuals. Application of nasal decongestant resulted in increased values.

Conclusion: LR-OCT proved to be a fast and readily performed method for the evaluation of the dynamic behavior of the nasal valve. The values of the angle and the cross-sectional area of the valve were reproducible, and changes in size could be accurately delineated.

Key Words: Optical coherence tomography, internal nasal valve, nasal obstruction, endoscopy, long-range Fourier-domain.

Level of Evidence: 2b.

Laryngoscope, 128:E105–E110, 2018

INTRODUCTION

Nasal airway obstruction and the commonly associated reduced quality-of-life metrics are one of the most common complaints of patients, and the cost of medical therapy and surgical treatment of this symptom is immense.1–4 For example, over 250,000 septoplasty operations are performed each year to treat airway obstruction.5 Although symptoms of nasal obstruction can have several etiologies, such as mucosal congestion and septal deviation, incompetence of the internal nasal valve is a common cause that often is missed as a diagnosis even by experts.6–8 It is estimated that about 13% of the general population and up to 60% of the geriatric population in the United States have some form of internal nasal valve malfunction.9,10

The internal nasal valve (INV) is the narrowest part of the nasal airway and therefore is the site of maximum resistance.6 It is limited laterally by the upper lateral cartilages, inferiorly by the anterior end of the inferior turbinate, and medially by the septum.8 A purported angle of about 10° to 15° exists between the upper lateral cartilage and the septum in patients without nasal obstruction,7,11,12 below which the valve is considered to be at risk for dynamic collapse;7 however, an exact value or range of values has not been rigorously identified, and the geometry is much more complex than a simple solid angle.13 Minor changes in the geometry of the nasal valve region may have a significant impact on airflow, which in turn affects nasal function and the perception of airway patency. As a result, improving or correcting flow through the nasal valve region is an active area of interest for surgeons who perform functional rhinoplasty, an operation that is part of the surgical armamentarium used to treat sleep-disordered breathing.

Existing tools, including rhinomanometry, acoustic rhinometry,14–16 or computed tomography (CT),17–20 have been proposed as means to directly or indirectly gauge flow, nasal airway resistance, and internal nasal valve area; however, each of these diagnostic tests has
Thus, there is no objective measure to determine internal nasal valve obstruction. Surgeons rely upon the physical examination, nasal endoscopy, clinical judgment, or patient-reported outcome measures to make decisions to pursue surgery and then select the appropriate airway operation, which may vary from being very simple (septoplasty and turbinate reduction) to complex (functional rhinoplasty and nasal valve repair). OCT is a novel non-invasive method for evaluation of the INV area. OCT acquires high-resolution (10 μm) cross-sectional images of tissue. In otorhinolaryngology, OCT has mainly been used to examine tissue structure with a focus on cancerous or dysplastic lesions. A variant of conventional OCT, long-range OCT (LR-OCT), has recently been suggested as an optical rangefinder. LR-OCT enables assessment of the structural anatomy of hollow organs such as the upper airway and the generation of volumetric representations. In a previous study, we demonstrated that OCT accurately quantifies internal nasal-valve geometry, and the measured values for angle and cross-sectional area correlated well with nasal endoscopy. Although commonplace, nasal endoscopy is significantly less precise and very subjective because geometry is estimated from two-dimensional (2D) projections of a true three-dimensional (3D) surface.

Here, we imaged the internal nasal valve using LR-OCT to quantify changes in valve angle and cross-sectional area during: 1) normal respiration, 2) peak forced inspiration, 3) lateral nasal-wall depression (to the onset of obstructive symptoms), and 4) after application of a topical decongestant. Hereby, we aimed to evaluate the dynamic behavior of the INV during respiration and to quantify the reduction in valve angle and cross-sectional area that results in obstructive symptoms.

MATERIALS AND METHODS

Study Design

This study was approved by the institutional review board at the University of California, Irvine. We measured the internal nasal valve under different physiological conditions using LR-OCT in 16 healthy individuals without history of nasal airway obstruction, allergies, recurrent sinusitis, or previous nasal surgery or rhinoplasty. For each subject, LR-OCT was conducted in both nasal airways. The cross-sectional area and the angle of the valve were assessed (Fig. 1). OCT measurement of both right and left sides were performed at rest, during vivid forced inspiration, and during the gradual application of force along the nasal sidewall using a specialized nasal device to identify the onset of nasal obstruction (Fig. 2).

All data was collected in the same patient group. In a first step, the internal nasal valve angle and the cross-sectional area in normal and decongested conditions were evaluated. In a second step, the values of the angle and the area during inspiration, and with external pressure in normal and decongested conditions, were measured for the same individuals.

Long-Range Optical Coherence Tomography System

For LR-OCT imaging, a specially constructed swept-source Fourier-domain OCT system was used, which has been previously reported and is only briefly described here. OCT measurements are 1D distances from the probe. Rotation of the probe is required to build a 2D cross section of the nasal cavity. Here, for the rotational scanning of the OCT probe, an external rotational motor (Animatics, Santa Clara, California, U.S.A.) was connected to a fiber optic rotary joint (Princetel, Inc., Pennington, New Jersey, U.S.A.). Rotation from the motor was transmitted through the coil to the distal probe tip. A dual-motor stage (Zaber Technologies Inc., Vancouver, BC, Canada) enabled simultaneous linear pullback of the probe toward the naris. This allowed for image acquisition in a helical, retrograde mode.

Optical Coherence Tomography Imaging During Rest and Forced Inspiration

OCT imaging of the internal nasal valve was performed on awake seated individuals bilaterally (Fig. 3). No local anesthetic was applied prior to inserting the OCT probe. Probe rotation and pullback, data acquisition, and real-time image display were controlled by software operating on a Windows platform (Microsoft Corporation, Redmond, Washington, U.S.A.). The OCT probes were coated with a transparent single-use fluorinated ethylene propylene sheath (Zeus Inc., Orangetab, South Carolina, U.S.A.). The distal end of these sheaths was treated...
With a butane lighter to provide a hermetic seal. The outer diameter of the probe was 1.2 mm; including the sheath, it measured 2.1 mm. Using a nasal speculum, the probe was introduced into the nasal cavity and advanced along the floor of the nose. The speculum was then removed. In the nasopharynx, the probe was rotated (25 Hz) and linearly retracted (3.13 mm/s) within the sheath. A dial provides a measurement of displacement. The caliper is easily adjusted to either be in noncontact, near contact, or in contact with the lateral sidewall of the nose at the level of the upper lateral cartilage. Adjustment of the dial (digital readout) allows gentle displacement of the sidewall. Patients were asked to breathe normally while the displacement/applied pressure was slowly increased. OCT imaging was performed at the onset of subjective nasal obstruction. This procedure was repeated twice, and the mean for both time points was calculated. The process was repeated on the opposite side. The time image display were controlled by Windows-based software (Adobe Systems, San Jose, California, U.S.A.). Calculations were performed on all seven images, and the mean was calculated. Measurements included the angle and the cross-sectional area of the probe tip was outside the nose. Subsequently, OCT imaging was repeated on both sides during forced inspiration, during which the subject was asked to inspire rapidly to trigger lateral wall movement.

**Optical Coherence Tomography Imaging During Nasal Sidewall Displacement**

To measure the valve angle at the subjective onset of nasal obstruction symptoms, we developed a simple mechanical device to displace the lateral nasal wall (upper lateral cartilage). This specially designed nasal device was placed externally and unilaterally over the nasal valve area (Fig. 2). This device is mounted on a hardhat and consists of a cantilevered apparatus supporting a caliper. The caliper has inward facing points to which a small blunt footpad is attached. The caliper is easily adjusted to either be in noncontact, near contact, or in contact with the lateral sidewall of the nose at the level of the distal upper lateral cartilage. Adjustment of a set screw on the caliper allows gentle displacement of the sidewall while displacement is monitored on a digital readout. Patients were asked to breathe normally while the caliper displacement was slowly increased until the onset of subjective nasal obstruction was reached. The value of the digital readout was noted. This procedure was repeated three times, and the mean for the three timepoints was calculated. The process was repeated on the opposite side. OCT imaging was performed at the onset of subjective nasal obstruction, as defined above, with the caliper placed over the nasal valve area.

**Optical Coherence Tomography Imaging During Decongestant Application**

Subsequently, decongestant nasal spray (oxymetazoline hydrochloride, 0.05%; Taro Pharmaceuticals Industries, Hawthorne, New York, U.S.A.) was sprayed once in the nasal vault. After 5 minutes elapsed, OCT imaging was repeated for both sides with and without the nasal device and during forced inspiration. The time to acquire one set of OCT images was approximately 1 minute. Overall procedural time, including equipment setup and data acquisition, was about 20 minutes for all circumstances, as noted above.

**Data Analysis**

Continuous helical scanning from the nasopharynx to the naris produced about 500 raw images for each OCT data set. These images were postprocessed to BMP file format (2,000 × 2,048 pixels). The offline data analysis included a frame-by-frame examination of the OCT data within a graphic viewer (IrfanView, Irfan Skiljan, Wiener Neustadt, Austria). For the identification of the airway anatomy, the OCT data were transformed from Cartesian to polar coordinates in MatLab (MathWorks, Natick, Massachusetts, U.S.A.). This rendered the data into an anatomic (axial) configuration and facilitated both visualization and analysis. The INV was identified by the septum above, with the caliper placed over the nasal valve area.

**Fig. 2.** Before starting OCT imaging, a specially designed nasal device was placed externally and unilaterally over the nasal valve area. The caliper has inward facing points to which a small blunt footpad is attached. A dial provides a measurement of displacement. The caliper is easily adjusted to either be in noncontact, near contact, or in contact with the lateral sidewall of the nose at the level of the upper lateral cartilage. Adjustment of the dial (digital readout) allows gentle displacement of the sidewall. Patients were asked to breathe normally while the displacement/applied pressure was slowly increased. OCT imaging was performed at the onset of subjective nasal obstruction. This procedure was repeated twice, and the mean for both time points was calculated. The process was repeated on the opposite side. OCT = optical coherence tomography.

**Fig. 3.** OCT setup: OCT imaging was performed on awake seated subjects. Probe rotation and pullback, data acquisition, and real-time image display were controlled by Windows-based software (Microsoft Corporation, Redmond, Washington, U.S.A.). OCT probes were encased in a transparent, single-use, and sterilized fluorinated ethylene propylene sheath. During part of the examination, a specially designed nasal device was placed externally and pressure was put unilaterally over the nasal valve area. OCT = optical coherence tomography.
The airway lumen, visually averaging the contour irregularities. The area was obtained along the margins of the airway lumen. For this, the sheath diameter was used as a scale. The cross-sectional area was then calculated by counting the number of pixels inside of the sheath using ImageJ.

For multiple group comparisons, the Kruskal-Wallis test followed by Dunn’s test were applied. Differences were considered statistically significant at $P < 0.05$.

**RESULTS**

LR-OCT was performed in 32 nasal vaults of 16 healthy subjects. Six patients were female and 10 were male. Eight (three female and five male) individuals were Caucasian and eight (three female and five male) were Caucasian. All 32 cases were completed without the occurrence of any adverse events.

All 32 data sets demonstrated the gross contour of the nasal airway. The anterior head of the inferior turbinate and the septum were easily identified in each subject.

**Internal Nasal Valve Angle**

The INV angle was $18.3° ± 3.1°$ (mean ± standard deviation [SD]). During forced inspiration, the mean angle was found to be $17.3° ± 6.1°$ (mean ± SD), which was not a statistically significant difference (Figs. 4 and 5). When the upper lateral cartilage was displaced by the device to the point of symptom onset, INV was found to be smaller at $14.1° ± 5.9°$ (mean ± SD) ($P < 0.05$). After application of nasal decongestant, the angle was statistically larger compared to the INV under normal conditions ($P < 0.05$) (Fig. 5). During forced inspiration after application of nasal decongestant, the cross-sectional area was not significantly changed compared to conditions with nasal decongestant alone ($0.97 cm^2 ± 0.27 cm^2$ [mean ± SD]). With external pressure on the nasal valve area after application of nasal decongestant, the cross-sectional area was not statistically significantly changed when compared to conditions with nasal decongestant alone ($0.95 cm^2 ± 0.29 cm^2$ [mean ± SD]) (Fig. 6).

**Cross-Sectional Area**

The cross-sectional area measured by OCT was $0.65 cm^2 ± 0.23 cm^2$ (mean ± SD) and did not change statistically during forced inspiration ($0.63 cm^2 ± 0.25 cm^2$ (mean ± SD) ($P < 0.05$). With external pressure on the nasal valve area, the area was statistically smaller ($0.55 cm^2 ± 0.23 cm^2$ [mean ± SD]) ($P < 0.05$). After application of nasal decongestant, the cross-sectional area was found to be $0.97 cm^2 ± 0.31 cm^2$ (mean ± SD), which was statistically larger compared to the INV under normal conditions ($P < 0.05$) (Fig. 5). During forced inspiration after application of nasal decongestant, the cross-sectional area was not significantly changed compared to conditions with nasal decongestant alone ($0.97 cm^2 ± 0.27 cm^2$ [mean ± SD]). With external pressure on the nasal valve area after application of nasal decongestant, the cross-sectional area was not statistically significantly changed when compared to conditions with nasal decongestant alone ($0.95 cm^2 ± 0.29 cm^2$ [mean ± SD]) (Fig. 6).

**Subpopulation**

As in our previous works, we opted to perform a subgroup analysis based on purported anatomic variances that exist between Asians and Caucasians. In the Asian subpopulation, the INV angle was found to be $21.7° ± 3.0°$ (mean ± SD), and the area measured...
CT or magnetic resonance imaging evaluation of the nasal valve geometry because its resolution is good; however, it is unclear what degree of reduction in the INV angle leads to subjective nasal obstruction. Previously, we proposed that the INV area might be more important for nasal airway obstruction than the value of the INV angle alone. However, these values were collected from a Caucasian population, whereas only 50% of our study group was Caucasian. With a mean value of 11° for the subjective beginning of nasal airway obstruction in the Caucasian study subpopulation, the angle measured by OCT correlated well with the historical range.

The results of other studies suggest that the shape of the nasal cavity of about 20 seconds. Most individuals stay for diagnosing INV insufficiency.

The cross-sectional area was also found to be significantly reduced by 0.08 cm² at the subjective beginning of nasal airway obstruction (from 0.65 cm² during normal conditions to 0.55 cm² with nasal obstruction) in the Asian and the Caucasian subpopulation, correlating well with values estimated using acoustic rhinometry or CT scans. Grymer proposed acoustic rhinometry to evaluate the cross-sectional area of the INV before and after reduction rhinoplasty, showing that values of 0.5 cm² or below are predictable of nasal obstruction. Roithmann et al. demonstrated that patients with nasal obstruction, due to structural deformities or mucosal abnormalities, had cross-sectional areas below 0.45 cm². In CT scans, a valve area below 0.38 cm² was suggestive of clinical nasal obstruction. These results could potentially signify that the reduction of the INV cross-sectional area is a better predictor of nasal airway obstruction than the decrease of the INV angle alone. The results of other studies suggest that the shape of the INV area might be more important for nasal airway obstruction than the value of the INV angle alone.

The dynamic behavior of the INV could be reliably delineated using LR-OCT. Analogous to previous studies, LR-OCT here demonstrated a significantly increased valve angle and cross-sectional area after the application of nasal decongestant. Obviously, some part of INV obstruction is due to the engorgement of inferior turbinate mucosa. This effect may also be modified by decongestion of the nasal septum or swell body, which may also impact the size and shape of the INV.

Surprisingly, forced inspiration did not lead to a significant reduction of the INV angle in healthy subjects without any history of nasal obstruction. A possible explanation might be the duration of the OCT examination of the nasal cavity of about 20 seconds. Most individuals were unable to inspire for this time. It is possible that the scenario at the nasal valve area may not correspond to

seen with endoscopy. Endoscopy is challenging to employ because fisheye optics of nasal endoscopes, plus estimation of angle from 2D images of a 3D surface that varies in depth, lead to less precise and subjective results. As such, nasal endoscopy is not universally accepted as the mainstay for diagnosing INV insufficiency.

Here, LR-OCT again demonstrated speed and ease of use as a method for objective evaluation of the INV. It was safe and well tolerated in patients without the need for sedation or local anesthesia. A reduction of the INV angle by 4.2° to a value of 14.1° measured by OCT correlated with the subjective onset of nasal airway obstruction. This angle of 14.1° is slightly larger than the classically described definition of an INV collapse below 10° to 15°. However, these values were collected from a Caucasian population, whereas only 50% of our study group was Caucasian. With a mean value of 11° for the subjective beginning of nasal airway obstruction in the Caucasian study subpopulation, the angle measured by OCT correlated well with the historical range. Previous reports show that the INV angle in Asians with values around 22° is significantly larger. In our study, in the Asian subpopulation, subjective nasal airway obstruction started at an angle of 17.4°.

The indications for performing nasal endoscopy are not universally accepted as the mainstay for diagnosing INV insufficiency. However, these values were collected from a Caucasian population, whereas only 50% of our study group was Caucasian. With a mean value of 11° for the subjective beginning of nasal airway obstruction in the Caucasian study subpopulation, the angle measured by OCT correlated well with the historical range. Previous reports show that the INV angle in Asians with values around 22° is significantly larger. In our study, in the Asian subpopulation, subjective nasal airway obstruction started at an angle of 17.4°.

The cross-sectional area was also found to be significantly reduced by 0.08 cm² at the subjective beginning of nasal airway obstruction (from 0.65 cm² during normal conditions to 0.55 cm² with nasal obstruction) in the Asian and the Caucasian subpopulation, correlating well with values estimated using acoustic rhinometry or CT scans. Grymer proposed acoustic rhinometry to evaluate the cross-sectional area of the INV before and after reduction rhinoplasty, showing that values of 0.5 cm² or below are predictable of nasal obstruction. Roithmann et al. demonstrated that patients with nasal obstruction, due to structural deformities or mucosal abnormalities, had cross-sectional areas below 0.45 cm². In CT scans, a valve area below 0.38 cm² was suggestive of clinical nasal obstruction. These results could potentially signify that the reduction of the INV cross-sectional area is a better predictor of nasal airway obstruction than the decrease of the INV angle alone. The results of other studies suggest that the shape of the INV area might be more important for nasal airway obstruction than the value of the INV angle alone.

The dynamic behavior of the INV could be reliably delineated using LR-OCT. Analogous to previous studies, LR-OCT here demonstrated a significantly increased valve angle and cross-sectional area after the application of nasal decongestant. Obviously, some part of INV obstruction is due to the engorgement of inferior turbinate mucosa. This effect may also be modified by decongestion of the nasal septum or swell body, which may also impact the size and shape of the INV.
inspiration but to several breathing cycles or bated breath. However, other authors\(^4,6,35-37\) described similar findings: Goode et al.\(^37\) state that deep nasal breathing leads only to a slight collapse of the nasal valve area in healthy individuals. Fattahi\(^6\) observed dynamic obstruction or collapse of the INV area during forceful inspiration in patients with weak upper or lower lateral cartilages but not in healthy individuals.

Because of the variability in INV configuration, an objective and reliable test of valve collapse would be of great value for both surgeons and patients. Existing tools, including classic rhinomanometry, acoustic rhinometry, or CT, have several limitations.\(^1,6,21,22\) LR-OCT has the capability to accurately delineate the cross-sectional area of hollow organs and does not create artifacts in shape, as with cannulation methods that will alter the fluid dynamics. For this reason, it appears to be a highly suitable method for the evaluation of the INV area.

The present study has several limitations, which should be discussed. One minor limitation of the present technique is that valve angle and the cross-sectional area is determined by following OCT-derived airway contours, and there is always a subjective element in drawing tangent lines to the septum and nasal sidewalls. Mucous blocks line-of-site imaging, with a dropoff in signal intensity, can profoundly reduce image quality.\(^38\) Second, our sample size is relatively small. Moreover, the present OCT-system was specially constructed and is therefore comparatively expensive. Due to the size of the nasal vault and upper airway, commercially available OCT systems (e.g., cardiovascular) currently cannot be used for this application because they are not designed for long-range imaging. For now, OCT remains an investigational technology used to generate accurate airway models and define airway geometry in vivo, although this can change because the same base technology is being developed for coronary vasculature imaging.

Future planned studies by our group will focus on the correlation of the LR-OCT findings with patient symptomatology, disease-specific quality-of-life scores, and clinical examination. Longitudinal studies could be done in which LR-OCT would be used as the primary tool to identify patients with nasal airway obstruction caused by collapse or obstruction of the internal nasal valve. Furthermore, LR-OCT could be useful to evaluate the ability of various nasal valve operations, such as batten and spreader graft surgery, to reduce lateral wall collapse and increase airway geometry and flow.

In the future, we believe that LR-OCT will be a valuable method to assess the nasal valve objectively and to provide precise and valuable anatomical information regarding nasal obstruction and the impact of surgery on correcting this issue.

**BIBLIOGRAPHY**

3. Tsoo GJ, Fijałkowski N, Most SP. Validation of a grading system for lateral nasal wall insufficiency *Allergy Rhinol (Princeton)* 2015;4:e66–e68.